Effectiveness of common healthcare disinfectants against H1N1 influenza virus on reusable elastomeric respirators.
This study evaluated the efficacy of 3 common hospital disinfectants to inactivate influenza virus on elastomeric respirators. Quaternary ammonium/isopropyl alcohol and bleach detergent wipes eliminated live virus, whereas 70% isopropyl alcohol alone was ineffective.